Right ventricular failure due to postpericardiotomy syndrome following transvenous dual chamber permanent pacemaker implantation.
"Pericardial effusion and tamponade are recognised complications of permanent transvenous pacemakers implantation. This is more common when active fixation leads are used. We describe a patient who developed right ventricular failure with significant pericardial effusion following permanent transvenous pacemaker implantation."